
10A NCAC 89D .0205 SPEECH AND HEARING CENTERS STANDARDS 

The Division of Vocational Rehabilitation Services utilizes speech and hearing centers that in addition to meeting 

minimum standards for equipment, have staff which have been licensed by the State Board of Examiners for Speech and 

Language Pathology and Audiology.  Minimum standards for equipment include: 

(1) A sound treated test room separated from the tester and testing equipment; 

(2) An audiometer with a pure tone range of at least 250 Hz to 8000 Hz to include 500, 1000, 2000, 4000 

Hz; 

(3) Calibration of equipment; and 

(4) It is desirable to have: 

(a) Impedance audiometry, 

(b) Bekesey, 

(c) ABLE, 

(d) SISI, 

(e) Tone decay. 

 

History Note: Authority G.S. 143-546; 34 C.F.R. 361.45; 

Eff. February 1, 1976; 

Pursuant to G.S. 150B-21.3A rule is necessary without substantive public interest Eff. March 1, 2016. 

 


